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Message Text 


UNCLASSIFIED 

PAGE 01 AUCKLA 00124 050406Z 

15 

ACTION EA-10 

INFO OCT-01 ISO-OO EB-07 /018W 

054398 

R 050349Z JUN 75 
FM AMCONSUL AUCKLAND 
TO SECSTATE WASHDC 455 
INFO USDOC WASHDC 
AMEMBASSY WELLINGTON 

UNCLAS AUCKLAND 0124 

E.O. 11652: N/A 

TAGS: OGEN, ETRD, TIO, NZ 

SUBJ: INADEQUATELY LABELED DIAGNOSTIC MEDICAL DEVICE 
REF: STATE'S 094432 

THE SERVICE INFORAMTION REPORT 1070 DATED FEBRUARY 22, 1974 
AND ADHESIVE WARNING STICKERS WHICH AVIONICS BIOMEDICAL 
DIVISION, DEL MAR ENGINEERING LABORATORIES, 4901 W. IMPERIAL 
HIGHWAY, LOS ANGELES, CALIF., REPORTEDLY SENT TO THE NEW 
ZEALAND CONSIGNEE OF THEIR MODEL E-10-C TREADMILL, SERIAL 
NOS. 1 THRU 855, HAS NOT BEEN RECEIVED BY THE NEW ZEALAND 
CO. 

THE NEW ZEALAND CONSIGNEE, FLETCHER HEALTH & SCIENCE APPREC- 
IATED THE INFORMATION CONTAINED IN STATE'S TELEGRAM. THE 
NEW ZEALAND COMPANY HAS WRITTEN TO AVIONICS BIOMEDICAL DIVI- 
SION FOR COPIES OF THE SERVICE INFORMATION REPORT AND STICKERS 
TO PASS ON TO THE PURCHASERS IN NEW ZEALAND OF AVIONICS 
EQUIPMENT. 

WILLIAMS 
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Message Attributes 


Automatic Decaptioning: X 

Capture Date: 01 JAN 1994 

Channel Indicators: n/a 

Current Classification: UNCLASSIFIED 

Concepts: ELECTRONIC EQUIPMENT, LABELING 

Control Number: n/a 

Copy: SINGLE 

Draft Date: 05 JUN 1975 

Decaption Date: 01 JAN 1960 

Decaption Note: 

Disposition Action: n/a 
Disposition Approved on Date: 

Disposition Authority: n/a 
Disposition Case Number: n/a 
Disposition Comment: 

Disposition Date: 01 JAN 1960 
Disposition Event: 

Disposition History: n/a 
Disposition Reason: 

Disposition Remarks: 

Document Number: 1975AUCKLA00124 

Document Source: CORE 

Document Unique ID: 00 

Drafter: n/a 

Enclosure: n/a 

Executive Order: N/A 

Errors: N/A 

Film Number: D7501 96-0393 
From: AUCKLAND 
Handling Restrictions: n/a 
Image Path: 

ISecure: 1 

Legacy Key: Iink1975/newtext/t19750675/aaaacqre.tel 

Line Count: 47 

Locator: TEXT ON-LINE, ON MICROFILM 
Office: ACTION EA 

Original Classification: UNCLASSIFIED 
Original Handling Restrictions: n/a 
Original Previous Classification: n/a 
Original Previous Handling Restrictions: n/a 
Page Count: 1 

Previous Channel Indicators: n/a 
Previous Classification: n/a 
Previous Handling Restrictions: n/a 
Reference: 75 STATE'S 094432 
Review Action: RELEASED, APPROVED 
Review Authority: greeneet 
Review Comment: n/a 
Review Content Flags: 

Review Date: 28 FEB 2003 
Review Event: 

Review Exemptions: n/a 

Review History: RELEASED <28 FEB 2003 by PhilliR0>; APPROVED <30 JAN 2004 by greeneet> 

Review Markings: 

Margaret P. Grafeld 
Declassified/Released 
US Department of State 
EO Systematic Review 
06 JUL 2006 


Review Media Identifier: 

Review Referrals: n/a 
Review Release Date: n/a 
Review Release Event: n/a 
Review Transfer Date: 

Review Withdrawn Fields: n/a 
Secure: OPEN 
Status: NATIVE 

Subject: INADEQUATELY LABELED DIAGNOSTIC MEDICAL DEVICE 
TAGS: OGEN, ETRD, TBIO, NZ 
To: STATE 
Type: TE 
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